Algorithm for the automated alignment of radiographs for image subtraction.
The results of this study indicate that automated alignment of pairs of radiographs produces subtractions that are indistinguishable in quality from subtractions aligned manually by an experienced aligner. In developing the algorithm for automated alignment, care was taken that the criteria used for establishing a window appropriate for testing the quality of alignment were the same for both alignment techniques.